[Invasive blood pressure measurements. Factual safety].
Intra-arterial blood pressure measurement is often used in patients with unstable haemodynamics. The demand for accuracy in such measurements is high. Usually these demands are fulfilled, but situations can occur where the dynamic characteristics of the system are exceeded. In order to acknowledge this situation, one must be aware of these dynamic characteristics. The significance of the system's resonance frequency and damping is described. A method to control the usability of the system is described.